A rapid high-performance liquid chromatographic method for the quantitation or uric acid in excreta and tissue samples.
A high-performance liquid chromatographic assay for uric acid in excreta and tissue samples has been developed. The method uses a reversed-phase system with a C18-bonded column, it is sensitive, reliable, and rapid, and it yields quantitative recovery of uric acid.